[Reduction of radiation dose by the use of carbon fiber cassettes].
A new type of radiographic cassette, reinforced by PEEK-CFK is discussed. The amount of reduction of radiation dose by this cassette was evaluated by means of an experimental physical and clinical trial. Dose reduction may reach 30% depending on the type of examination and the organ studied. An increase of contrast of the radiographs could not be verified. This type of cassette can be recommended for routine clinical use.